Cryostat use and tissue processing in Mohs micrographic surgery.
Information of cryostat use and reliability was collected from 130 members of the American College of Mohs Micrographic Surgery and Cutaneous Oncology. The Damon IEC International cryostat was utilized by 38% of the survey participants, followed by the Reichert Histostat (18%) and the LabTek/TissueTek (13%). Data were also collected on methods of frozen-section embedding and technical training.